Background: With the introduction, development and commercialization of Cone Beam Computerized Tomography (CBCT) technologies in the field of head and neck reconstruction, clinicians now have increased access to the technology. Given the growth of this new user group, there is an increasing concern regarding proper use, understanding, quality and patient safety. Methods: The present study was carried out to evaluate data acquisition of CBCT medical imaging technology and the accuracy of the scanning at three different machine warming times. The study also compared the accuracy of CBCT at 0.2 mm slice thickness and Computerized Tomography (CT) at 1 mm slice thickness. A control model was CT scanned at five random intervals, at 1 mm slice thickness and CBCT scanned at specialized intervals, at 0.2 mm slice thickness. The data was then converted and imported into a software program where a digital registration procedure was used to compare the average deviations of the scanned models to the control. Results: The study found that there was no statistically significant difference amongst the three CBCT machine warming times. There was a statistically significant difference between CT scanning with 1 mm slice thickness and CBCT scanning with 0.2 mm slice thickness. Conclusions: The accuracy of the i-CAT CBCT scans used in the present study with a parameter at voxel size 0.2, will remain consistent and reliable at any warming stage. Also the difference between the CBCT i-CAT scans and the CT scans was not clinically significant based on suggested requirements of clinicians in head and neck reconstruction.
Background
Three-dimensional (3D) information has become an important tool in assisting diagnosis and surgical planning in the oral and maxillofacial field. Many professionals in the field have been limited in the use of medical imaging technologies that produce 3D images and models due to availability, restricted access and radiation dose considerations [1] . With the introduction, development and commercialization of CBCT technologies, clinicians now have increased access to the technology. Given the growth of this new user group, there is an increasing concern regarding proper use, adequate understanding, optimal quality and patient safety [1] . It is important for users of this technology to be well informed and trained in all the technical implications of creating a proper and accurate 3D surface model. The quality of the CBCT scan depends on the scanner type, the scanning parameters and the reconstruction settings [2] . There is a significant volume of information in the literature that describes the applications of CBCT technologies [3] [4] [5] [6] [7] , but few studies examine the important technical protocols that need to be followed.
The present study is intended to contribute to the growing field of CBCT imaging technologies, contribute to the improvement of scanning techniques and protocols and bring knowledge to clinical users. Its general purpose is to examine the accuracy of CBCT and CT scanning technologies using 3D surface model reconstructions. There are two specific objectives. The first is to assess whether there is a difference in accuracy between CBCT scanning at three difference machine warming stages. The warming period of the CBCT was explored in order to understand whether sensitivity and precision of the sensor in the CBCT is affected by thermal distortion. The second is to assess whether there is a difference in accuracy between CT scanning and CBCT scanning at the three warming stages.
Methods
A computer aided design (CAD) model was designed in the software program Rhinoceros 4.0 (McNeel North America, Seattle, WA, USA). The model was designed to represent similar dimensions and contours of a standardized mandible chosen by the researcher but with flat planes (Figure 1 ). The model was then milled out of an acrylic resin (ProBase Cold, Ivoclar Vivadent AG Technical, Schaan Liechtenstein) block mixed with barium sulfate (E-Z-HD, Anjou Quebec, Canada) by Southern Implants, South Africa. The barium sulfate (5% based on the total weight) was added to the acrylic resin to ensure visibility of the material as a digital 3D volume. A platform was designed to hold the model in place and to slightly elevate the model to allow for proper segmentation after 3D reconstruction of the CT and CBCT scans.
The milled model was then scanned using the Kreon laser scanner (Kreon Technologies,Limoge, France) mounted on a FARO Arm Laser Scanner (FARO Technologies Inc. Lake Mary, FL) in order to produce a representation of the model that was highly accurate. The FARO arm is a mechanical arm with a precision of 15 microns on which the Kreon 3D scanner is mounted that was precise to 40 microns. The combined precision of the scanner and the arm was 55 microns. The laser scan surface model produced by the 3D scanner was the control model for comparison.
A protocol was formulated to ensure that every CBCT scan and CT scan was completed with precision and consistency. The CBCT scanning protocol included a calibration technique that involved conducting a weekly Panel Calibration as outlined in the manufacturer's recommended protocol for the system (i-Cat 17-19, Imaging Sciences International LLC, Hatfield, PA, USA). Both the CBCT and the CT protocols included steps for orientation verification and technical parameters (Tables 1 and 2) to ensure optimal scanning. Each CBCT scan was performed at the Institute for Reconstructive Sciences in Medicine (iRSM), Edmonton, Alberta, Canada. A voxel size of 0.2 mm was chosen in order to obtain the highest resolution for 3D volume reconstruction. All CT scans were completed by the lead CT technologist in the Department of Diagnostic Imaging (DI) at the Misericordia Community Hospital in Edmonton, Alberta, Canada. The CT protocol, which included 1 mm slices (using 1 mm overlap), was intended to mimic the guidelines of medical modeling used for patients of iRSM.
In order to understand whether the length of time the CBCT scanner has been turned on affects the accuracy of the scan, the CBCT scans were recorded at three separate times within one day. The first scan was completed with the machine cold, i.e. as soon as the iCAT was turned on. The second scan was done one hour after the machine was turned on and the third scan was four hours after the machine was turned on. The warming period of the CBCT was explored in order to understand whether sensitivity and precision of the sensor in the CBCT is Occlusal plane position Perpendicular to the gantry affected by thermal distortion. This procedure was repeated for a total of six days. The CT scans were done whenever possible due to limited access to the scanning equipment. A total of five CT scans were completed at random times. Once the scans were completed, each scan was exported in a Digital Imaging and Communications in Medicine (DICOM) file format and was then brought into the software program InVivoDental 5.0 Anatomy Imaging Software (Anatomage Inc. San Jose, CA. USA) in order to construct a 3D surface model. The optimal threshold for the material of the control model and the particular scan was then searched for by testing several different thresholding levels. An optimal threshold was searched for in order to obtain an accurate representation of the scanned model, not only to show the difference between thresholding for CBCT and CT but also because the control model was made of acrylic resin and barium sulphate, and hence is a material that does not have a specified Hounsfield Units. The researcher estimated a number for the thresholding level, converted the DICOM file to a stereolithography (.stl) CAD file, imported the model into Rapidform 2006 computer software (Rapidform Inc. Seoul, South Korea) and followed the automatic registration procedure to register the tested threshold model to the control model. After the initial alignment, a global registration was done in order to precisely match the position of all the selected shells at the same time using the overlapped region that was automatically found by the software. Once the global registration was complete, the registration was evaluated using the shell/shell deviation calculation. For each point in the point cloud of each model, the deviation operation found the 3D distance to the respective closest point in the surface list. The software calculated and created a color plot that visually and textually represented maximum/minimum and average, positive and negative deviations from actual to the theoretical virtual images. Every color represented a dimension in millimeters indicating the difference between the two virtual images (Figure 2 ). The optimal threshold was chosen based on the point-to-point average deviation that was closest to zero. This was completed separately for the CBCT scans ( Figure 3 , Table 3 ) and CT scans ( Figure 4 , Table 4 ).
Once the optimal threshold was found, a consistent threshold was kept for all CBCT scans and for all CT scans. The resulting 3D models were then exported as stl files.
Results

Accuracy of CBCT at three machine warming stages
As shown in Figure 5 , all bars overlap which is indicative that is there is no difference between the three machine warming stages. As shown in Table 5 , the mean values of CBCT cold and 4 hour appeared to be very similar while CBCT 1 hour appeared to be slightly higher. The one-way ANOVA revealed that there is no significant difference between CBCT (cold), CBCT (1 hour) and CBCT (4 hour) (F(2,15) = .341, p = .717).
Accuracy of CT and CBCT at three machine warming stages
As shown in Figure 6 , the error bars show that the mean values of CBCT cold, 1 hour and 4 hour were very similar while CT scan type was much greater. This is also shown in the descriptive statistics in Table 5 . There was Table 3 Threshold levels represented in Figure 3 
Discussion
The present study was faced with a number of unanticipated issues that added complexity. Thresholding became an important technical challenge in the process of data acquisition and conversion in the study. The researcher was left to estimate the optimal threshold level and this affected the shape and accuracy of the 3D surface model reconstruction. Throughout the process of the study, the topic of thresholding was considered within the scope of the research project and discussed with an expert in the field of computer science as well as with technical support employees of the i-CAT imaging technology and software. Interestingly, the present study revealed ambiguity, inconsistency and a lack of understanding among several sources on this topic. It was decided to maintain consistency wherever possible in the thresholding procedure. Although a consistent threshold level was used in the present study due to limitations in the scope of the research project, it is important to note that every scan completed by the CBCT will have a different optimal threshold. For example, it was found that the optimal threshold for the CBCT scans completed on day five were all different. The optimal threshold for CBCT scan cold was −8, 1 hour was −20 and 4 hour was −21.
In general, the present study revealed important findings that contribute to the growing body of knowledge and technical understanding in the area of CBCT and medical imaging technology. In terms of its first objective, evaluating the accuracy of CBCT at three machine warming stages, the study showed no statistically significant differences among the periods for the machine tested. It is important to consider that the overall averages of the average deviation of all the warming periods were smaller than 0.005 of a mm (that is one 200 th of a mm). This number possibly could have been smaller with optimal thresholding levels for each single scan. Given that the resulting averages were of very small magnitude, the clinical significance of the mean differences is considered to be of no concern. It was felt that clinicians can be confident that the accuracy of the i-CAT Table 4 Threshold levels represented in Figure 5 CBCT scans used in the present study with a parameter at voxel size 0.2, will remain consistent and reliable at any warming stage of the i-CAT CBCT machine. The result of the first objective is a positive outcome for clinicians as they can remain confident of the high accuracy (within 0.007 mm) of the different machine warming stages of the CBCT scanning technology tested. In terms of the second objective, the study showed that there was a statistically significant difference in average deviation between CT scanning with 1 mm slice thickness and CBCT scanning with 0.2 mm slice thickness. CT scanning with 1 mm slice thickness resulted in an average deviation from the control of 0.056 mm, and was shown to be less accurate than the CBCT scanning with 0.2 mm slice thickness at all machine warming stages where an average deviation from the control of 0.007 mm was found. Although there was a statistically significant difference between CBCT at 0.2 mm slice thickness and CT at 1 mm slice thickness, it appeared that there was no clinical significance to the result. The researcher discussed the results of the study with a head and neck surgeon and with a maxillofacial prosthodontist.
Both discussions revealed that the results of the study were not considered clinically significant in the respondents' practice of surgical design and preoperative planning. The head and neck surgeon revealed that any deviation in bone position under 1 mm would not be considered clinically significant in terms of osseous reconstruction, while the maxillofacial prosthodontist revealed that any deviation under 0.5 mm would not be considered clinically significant in terms of implant installation planning. While the relevance of dimension to different clinical specialists needs scientific definition, the differences cited are both well beyond the average deviation from the control of 0.056 mm for CT and 0.007 mm for CBCT. The result of the second objective is also a positive outcome for clinicians as CT medical imaging technology is a common means by which data are obtained from their patients. These findings are specific to the CBCT machine, materials and techniques used in the present study.
Conclusion
The goal of the study on the accuracy of CBCT medical imaging technology was to assess whether there are 
